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FOREWORD 


This  report  was  prepared  by  The  Boeing  Company,  Aerospace  Group,  Seattle, 
Washington  under  Contract  DAAA  25-69-C0206  and  covers  the  work  performed 
between  December  1970  and  December  1971.  This  is  the  final  report  for 
Pkj»e  III  of  Electronic  Signal  frocessing  Techniques.  Phase  I  was  conducted 
between  October  1968  and  July  1969,  and  Phase  II  was  conducted  between 
October  1969  and  October  1970. 

The  program  was  sponsored  by  the  Advanced  Research  Prefects  Agency  of  the 
Department  of  Defense  under  ARPA  Order  1246,  Program  Element  Code 
G1101D.  The  program  was  administered  under  the  direction  of  the  Frankford 
Arsenal  by  Mr.  Eugene  Roffman. 

The  research  was  conducted  at  The  Boeing  Company,  Kent  Space  Center 
Materials  and  Processes  Laboratory.  Mr.  Eugene  E.  Pauer  was  the  Program 
Manager,  Dr.  Wayne  E.  Woodmensee  wes  the  Technical  Leader,  and  Mr. 

James  C.  Kennedy  was  the  Principal  investigator. 


it 


ABSTRACT 


Correlation  method*  have  been  used  to  reduce  surface  roughness  noise  In 
eddy  current  and  ultrasonic  flaw  detection  systems.  Titanium  plates  con¬ 
taining  artificial  flaws  in  the  form  of  small  drill  holes  and  EDM  slots 
have  been  ultrasonlcally  Inspected  using  multi- transducer  techniques.  It 
has  been  shown  that  cross-correlations  formed  between  the  various  signals 
available  significantly  reduce  the  limiting  background  noise.  A  steel 
plate  containing  EDM  slots  has  been  Inspected  with  an  eddy  current  probe 
which  produces  four  separate  flaw  detection  signals.  It  has  been  shown 
that  a  quadruple  product  formed  from  these  four  signals  reduces  the  back¬ 
ground  noise  l  ivel.  Initial  tests  indicate  that  coherent  optical  processing 
techniques  are  not  likely  to  significantly  enhance  the  clarity  of  marginal 
flaw  signals  on  X-ray  radiographs. 
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O  INTRODUCTION 


This  Is  the  final  report  covering  a  three  year  study  for  the  Advanced  Research 
Projects  Agency  on  the  application  of  electron* ^  signal  processing  techniques 
to  nondestructive  testing.  This  report  covers,  In  detail,  the  work  of  the  last 
twelve  months  and  contains  a  review  summary  of  the  entire  three  year  project. 
During  the  first  two  years  a  number  of  different  experiments  were  performed  In¬ 
volving  the  application  of  signal  processing  techniques  to  ultrasonic  and  eddy 
current  systems.  The  experiments  Involved  noise  reduction,  recording,  display, 
and  Instrumentation  development.  Particular  attention  has  been  directed  to  the 
reduction  of  surface  roughness  noise  In  both  ultrasonic  and  eddy  current  systems. 
Noise  of  this  kind  Is  not  easily  removed  and  frequently  affects  sensitivity. 

Attempts  t©  reduce  surface  roughness  noise  have  led  In  the  final  year  of  activity 
to  the  examination  of  multi-transducer  and  multl-coll  systems.  The  cross  corre¬ 
lation  of  the  various  signals  produced  in  such  systems  has  in  several  cases  produced 
a  significant  reduction  In  background  noise.  An  Interesting  aspect  of  this  work  is 
the  fact  that  improvements  have  been  made  In  both  ultrasonic  and  eddy  current 
systems  using  the  same  noise  reduction  principle.  The  details  of  these  experiments 
appear  in  the  following  pages. 
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DISCUSSION 

CORRELATION  METHODS  IN  ULTRASONIC  WELD  INSPECTION 
Thaory 

Present  ultrasonic  weld  inspection  systems  are  limited  In  sensitivity  by  back- 
ground  noise  due  to  the  scattering  of  sound  from  surface  Irregularities  and 
from  the  granular  structure  of  the  material.  Even  when  the  surface  roughness 
and  grain  structure  of  a  part  are  acceptable  from  a  metallurgical  standpoint  one 
frequently  obtains  ultrasonic  Indications  from  these  conditions  which  exceed  the 
Indications  obtained  from  small  cracks.  The  scattering  of  the  ultrasound  by  sur¬ 
face  roughness  can  be  reduced  by  grinding  or  machining  but  some  surface  Irregu¬ 
larities  always  remain.  There  Is  little  that  can  be  done  about  the  granularity  of 
a  material  except  for  the  avoidance  of  high  ultrasonic  frequencies.  Of  course, 

If  one  works  at  frequencies  much  below  a  megacycle  resolution  Is  severely  de¬ 
graded. 
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The  noise  due  to  surface  Irregularities  and  grain  scattering  Is  readily  visible  In 
the  CRT  display  of  the  pulsed  ultrasonic  signals.  For  a  fixed  transducer  position. 

It  consists  of  a  stable  pattern  of  Irregular  peaks  .  It  Is  Important  to  note  that  the 
noise  Is  not  random  In  the  usual  sense.  The  noise  signal  Is  Identical  for  each 
successive  ultrasonic  pulse  and  consequently  a  well  defined  pattern  appears  on  the 
screen.  Furthermore,  although  the  pattern  changes  In  a  complicated  manner  for 
small  changes  In  position  of  the  transducer,  the  pattern  will  reproduce  In  detail  If 
the  transducer  Is  carefully  returned  to  Its  original  position.  The  noise  cannot  be 
effectively  reduced  by  conventional  signal  cveraglng  procedures. 
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In  the  case  of  random  noise,  such  as  that  which  comes  from  amplifiers  at  high  gain, 
successive  signal  pulses  occur  In  different  background  noise  patterns.  This  effect 
can  be  readily  observed  In  a  series  of  single  sweep  exposures  taken  from  the  CRT 
display.  It  Is  this  basic,  feature  which  allows  the  signal  to  noise  Improvements  to  be 
made.  In  signal  averagers  the  Improvements  are  accomplished  by  the  addition  of 
signals  from  a  large  number  of  successive  pulses.  The  noise,  which  tends  to  be  nega¬ 
tive  as  often  as  It  Is  positive,  averages  to  zero.  The  desired  signal,  which  Is  always 
of  the  same  size  and  polarity,  Is  retained. 

In  the  present  work  techniques  were  developed  for  producing  flaw  signals  Immersed 
In  various  background  noise  patterns,  and  signal  to  noise  Improvement  was  accomp¬ 
lished  by  multiplication  of  the  patterns.  The  multiplication  Is  performed  on  the 
gated  video,  which  Is  an  essentially  DC  signal.  The  ultrasonic  transducers  are  set 
up  for  the  Inspection  of  the  weld  and  the  electronic  gate  Is  set  to  receive  pulses 
from  the  region  of  the  weld.  As  the  transducer  scans  along  the  length  of  the  weld, 
a  signal  is  generated  at  the  gate  output  which  can  be  plottod  on  an  XY  pen  recorder. 
Figure  II  is  a  typical  data  curve.  The  data  contains  flaw  signals  and  an  Irregular 
noise  background.  Proper  positioning  of  the  transducers  allows  the  production  of 
several  sets  of  data  of  tills  kind,  each  with  a  different  background  noise  pattern. 
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Figures  12  and  13  are  examples.  Multiplication  of  these  patterns  produces  slgnlfi- 
cant  improvements  In  signal  to  noise  redo.  A  triple  product  curve  appears  in 
Figure  15.  It  should  be  noted  that,  apart  from  the  fact  that  no  integration  Is  used, 
the  individual  products  are  like  a  crost-correlatlon  with  zero  time  shift  between 
the  signals. 

Initial  correlations  were  made  by  inspecting  a  weld  ll, -e  from  both  sides,  recording 
the  results  on  an  XY  plotter,  and  performing  point  by  point  multiplication  with  a 
desk  calculator.  Transducer  configurations  were  developed  which  would  allow  the 
collection  of  several  different  sets  of  data  from  the  same  side  of  the  weld.  Three 
of  the  sets  were  selected  for  analysis.  They  were  recorded  on  magnetic  tape  and 
multiplication  was  performed  on  playback. 

Finally,  ultrasonic  correlati  ons  were  performed  In  real  time.  Five  transducers  were 
set  up  for  the  inspection  si1  the  same  weld  volume  and  were  caused  to  scan  as  a 
unit  along  the  length  of  the  weld.  A  number  of  signals  were  available  for  multi¬ 
plication,  both  pulse  echo  and  pitch-catch.  Three  were  selected  for  multiplication 
and  a  real  time  triple  product  was  formed.  The  details  appear  in  the  sections  to 
follow. 

MULTIPLICATION  OF  TAPE  RECORDED  ULTRASONIC  DATA 
Specimen 

The  specimen  is  shown  in  Figure  1 .  This  specimen  was  inspected  as  If  it  contained  a 
weld  seam  with  possible  flaws.  It  is  a  quarter  inch  titanium  plate  one  foot  on  a  side. 
The  specimen  contains  six  artificial  flaws  in  the  form  of  drill  holes  and  EDM  slots. 
Dimensions  are  shown  in  the  diagram.  The  line  along  which  the  holes  and  slots  are 
located  was  taken  to  be  the  weld  line. 

Equipment  and  Procedure 

The  plate  shown  in  Figure  1  was  initially  Inspected  using  the  pulse-echo  shear  wave 
immersion  technique.  A  Sperry  UM  721  Reflectoscope  was  used  as  pulser  receiver. 
The  Inspection  was  performed  at  5  MHz  using  a  1/2  inch  diameter  Automation  In¬ 
dustries  transducer.  A  closeup  of  the  transducer  and  holder  is  shown  in  Figure  2. 

The  transducer  is  firmly  held  in  an  aluminum  block.  A  bolt  has  been  used  to  fasten 
the  block  to  a  small  vertically  held  aluminum  plate.  The  block  Is  free  to  rotate  so 
that  the  angle  between  the  sound  beam  and  the  normal  to  the  surface  of  the  test 
part  can  be  adjusted. 

Tho  aluminum  plate  Is  adhesively  bonded  to  a  small  but  strong  ferrite  permanent 
magnet  which  forms  the  base  of  the  transducer  holder.  Figure  3  shows  the  transducer 
mounted  in  position  for  inspecting  the  titanium  plate.  The  transducer  holder  is 
magnetically  attached  to  a  steel  plate  which  is  part  of  the  scanning  unit.  A  piece 
of  Tef'on  tape  placed  on  the  bottom  of  the  ferrite  magnet  allows  the  transducer  to  be 
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FIGURE  2  TRANSDUCER  HOLDER 
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easily  moved  to  any  desired  location  or  angle.  During  Inspection  the  entlro 
assemblage  moves  along  the  length  of  the  weld.  A  voltage  indicating  the  position 
of  the  transducer  Is  fed  into  the  X  axis  of  a  Moseley  7000  recorder.  The  Sperry 
gate  output  is  connected  to  the  Y  axis.  Typical  weld  scan  data  can  be  seen  in 
Figure  1 1 . 

The  artificial  flaws  in  the  specimen  used  are  all  easily  visible  if  the  transducer  is 
adjusted  so  that  the  sound  path  makes  a  small  angle  with  the  normal  to  the  test  part 
(eg.  0  =  15°  in  Figure  4).  In  such  a  case,  sound  will  be  strongly  reflected  from 
the  corner  formed  by  the  flat  surface  of  the  specimen  and  the  face  of  the  £DM  slot 
or  drill  hole  in  question.  In  order  to  obtain  an  electronic  signal  more  representa¬ 
tive  of  a  small  totally  Interior  crack,  21  degrees  was  selected  as  a  value 
for  0 .  Under  these  conditions  a  48  degree  shear  wave  is  sot  up  in  the  part,  and 
the  smallest  flaw  Indications  have  a  signal  to  noise  ratio  of  1  to  1  or  less. 

Procedures  were  examined  for  obtaining  several  different  sets  of  data  from  the  same 
slice  of  "weld".  It  was  desired  that  each  set  contain  similar  flaw  Indications  but 
different  background  noise  patterns.  Initial  correlations  were  obtained  through 
point  by  point  multiplication  of  delta  taken  from  the  two  sides  of  the  weld  line. 

The  geometry  for  the  collection  of  data  from  both  sides  of  the  weld  can  be  seen  in 
Figures  4a  and  4b.  However,  as  Figures  4c  and  4d  Indicate  this  method  is  reliable 
for  vertical  flaws  only.  Another  procedure  is  to  examine  the  weld  from  the  position 
shown  in  Figure  5.  For  this  case  we  have  observed  a  change  in  the  fine  structure  of 
the  noise  but  many  of  the  larger  noise  peaks  are  the  same  as  those  obtained  in  the 
conventional  configuration,,  A  more  successful  procedure  Involves  the  use  of  the 
double  transducer  arrangement  shown  in  Figure  6  and  depicted  more  graphically  in 
Figure  7.  If  the  transducers  are  carefully  located,  this  arrangement  produces  strong 
flaw  signals  Immersed  in  a  background  noise  pattern  totally  different  from  that  ob¬ 
tained  in  the  conventional  configuration.  Moreover,  several  different  background 
noise  patterns  can  be  produced  by  selecting  several  dlfferent/values  for  the  angle  0  . 
Figure  8  shows  the  two  transducers  mounted  on  the  scanner  with  an  included  angle  2 0 
equal  to  20  degrees.  The  recording  and  electronic  gating  procedures  were  the  same 
foe  this  case  as  they  were  for  the  single  transduce  configuration.  Typical  data  for 
tho  dual  transducer  case  can  be  seen  in  Figure  12. 

One  can  envision  the  direction  of  the  sound  path  as  being  defined  by  the  angles  0, 
Figure  4,  and  0  ,  Figure  6.  A  major  benefit  of  the  transducer  positioning  fixture  ' 
used  in  this  work  is  that  it  provides  convenient,  independent  adjustment  of  these 
^wo  °n9^e,°  ^or  data  presented  here  both  transducers  of  a  given  pair  were  set 
at  0-21  degrees,,  The  angle  0  was  found  to  be  more  or  less  arbitrary.  Angles 
less  than  10  degrees  are  difficult  because  the  transducers  come  Into  physical  contact 
with  one  another.  In  data  taken  to  date  angles  greater  than  80  degrees  have  ex¬ 
hibited  poo'*  flaw  sensitivity.  Data  1  presented  in  this  report  for  0  values  of  20 
and  30  degrees.  The  single  transducer  conventional  pulse  echo  configuration  can 
be  though  of  as  the  0  =  o  configuration. 
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FIGURE  6  DUAL  TRANSDUCER  CONFIGURATION 
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FIGURE  7  DUAL  TRANSDUCER  CONFIGURATION 
IN  PERSPECTIVE 


FIGURE  8  DUAL  TRANSDUCER  CONFIGURATION  WITH  20°  INCLUDED  ANGLE 


V 

\/ 


A  fapo  recorci*r  waii  used  to  produce  thn  product  data.  The  data  seen  In  Figures  11, 

1 2,  and  13  were  rscorded  on  separate  FM  channels  of  an  Ampex  SP300  tape  re¬ 
corder,  and  were  passed  through  an  analog  multiplier  upon  playback.  The  tape  re¬ 
corder  and  multiplier  can  be  seen  In  Figure  9.  Figure  10  Is  4  block  diagram  of  the 
electronics.  The  multiplier  Is  an  Analog  Devices  426A  Multlplfer/Dlvlder.  It  Is  a 
small,  relatively  Inexpensive,  solid  state  device.  Seen  also  In  Figure  9  are  the 
multiplier  power  supply  and  the  breadboard  DC  amplifiers  and  level  shifters  which 
form  the  Interface  between  the  tape  recorder  and  the  multiplier.  Using  two  multi¬ 
pliers  the  triple  product  could  be  formed  raadlly  with  one  playback  operation.  To 
produce  the  data  reported  here,  however,  the  zero  degree  and  forty  degree  data 
were  multiplied  together  and  the  result  was  recorded  on  tape.  A  pen  recording  of 
the  first  product  can  be  seen  In  Figure  14.  A  second  playback  step  was  used  to 
multiply  the  first  product  by  the  sixty  degree  data.  A  pen  recording  of  the  triple 
product  can  be  seen  In  Figure  15. 

Proper  alignment  of  the  data  on  the  various  channels  of  the  tape  recorder  is  essential . 
If  the  data  is  not  accurately  aligned  flaw  Indications  can  be  lost  by  taking  the  pro¬ 
duct.  Several  conditions  are  required  to  obtain  properly  aligned  data.  The 
SP300  record  mode  must  be  automatically  Initiated  when  the  scanner  reaches  a  given 
position  along  the  lengf+i  of  the  weld.  The  position  In  question  can  be  defined  by 
the  receipt  of  an  echo  from  a  hole  In  a  beam  position  Indicator  lined  up  with  the 
weld.  A  mlcroswltch  and  relay  can  be  used  to  start  the  recorder.  In  addition  the 
magnetic  tape  must  start  from  the  same  place  each  time.  Immediately  proceeding 
Initiation  of  the  record  mode  for  a  given  scan  along  the  weld,  the  magnetic  tape 
must  be  placed  in  a  given  position,  accurate  to  several  millimeters,  relative  to  the 
record  head.  Finally,  since  the  recorder  tape  drive  operates  at  a  constant  speed 
the  scanner  must  move  at  a  constant  speed.  If  this  condition  Is  not  met  the  data  may 
be  aligned  at  the  beginning  of  a  given  scan  but  not  at  the  end.  Use  of  an  AC  syn¬ 
chronous  motor  to  drive  the  scanner  was  adequate  fo:  the  present  work . 

Data  and  Conclusions 

The  data  shown  In  Figure  11  was  taken  from  that  portion  of  the  test  specimen  con¬ 
taining  the  six  artificial  flaws,  (Figure  1).  Four  of  the  "flaw"  Indications  are 
readily  distinguishable,  one  Is  marginal  and  the  last  is  not  distinguishable  from 
the  surrounding  noise  background.  The  large  peak  on  the  left  Is  due  to  an  edge  re¬ 
flection.  The  majority  of  the  background  noise  appears  to  be  due  to  the  surface 
roughness  of  the  plate  and  to  the  granularity  of  the  titanium  metal.  Knowing  the 
location  of  the  artificial  flaws  enables  one  to  locate  the  probable  flaw  Indications 
even  for  the  two  marginal  signals  In  the  present  data.  The  locations  are  Indicated 
In  figure  1 .  Note  that  the  curve  contains  a  number  of  other  peaks  of  height  and 
shape  approximately  the  same  as  that  of  the  smaller  of  the  two  ten  mil  drill  hole  In¬ 
dications.  The  approximate  signal  to  noise  ratio  for  the  smaller  ten  mil  drill  hole 
Indication  is  one  to  one. 
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FIGURE  10  BLOCK  DIAGRAM  OF  EQUIPMENT  USED  FOR  TAPE  RECORDING  AND 
MULTIPLYING  ULTRASONIC  WELD  INSPECTION  DATA* 


The  data  shown  In  Figures  12  and  13  were  also  taken  from  the  region  of  the  test 
specimen  containing  the  artificial  flaws.  Note  that  the  signal  to  noise  ratio  Is 
approximately  the  same  for  all  three  sets  of  data;  the  zero  degree  or  conventional 
data,  the  forty  degree  data,  and  the  sixty  degree  data.  The  approximately  equal 
quality  of  the  data  Is  Important  because  Improvement  Is  unlikely  If  the  product  Is 
taken  between  good  and  bad  sets  of  data.  Note  also  that  each  set  of  data  ex¬ 
hibits  a  different  background  noise  pattern.  This  is  essential  if  the  multiplication 
process  is  to  reduce  the  genera!  level  of  background  noise.  It  is  believed  that 
the  background  noise  patterns  are  different  because,  In  each  case,  the  sound 
enters  the  part  at  a  different  location  and  subsequently  follows  a  different  path. 

Figure  14  shows  the  product  of  the  zero  degree  and  forty  degree  data.  Note  that 
a  significant  number  of  extraneous  peaks  have  been  removed.  The  signal  to  noise 
ratio  appears  to  be  on  the  order  of  two  to  one  or  two  point  five  to  one.  Figure  15 
shows  the  triple  product.  In  this  curve  the  signal  to  noise  ratio  has  increased  to 
a  value  of  about  five  to  one.  Some  peaks  of  unknown  origin  at  the  right  end  of  the 
scan  continue  to  be  retained. 

Although  correlation  produces  impressive  Improvements  In  signal  to  noise  ratio, 

It  is  unlikely  that  the  procedure  we  hove  described  will  reliably  yield  satisfactory 
raw  data.  This  Is  due  to  the  fact  that  ultrasonic  signals  are  typically  sensitively 
dependent  upon  transducer  position  and  orientation.  A  small  change  In  transducer 
position  can  produce  a  large  change  In  the  ultrasonic  signal  obtained  from  a 
localized  scattering  center,  Consequently,  small  errors  in  transducer  position  dur¬ 
ing  Initial  setup  can  produce  large  changes  ir  the  signal  to  noise  ratio  of  the  flaw 
Indication.  If  the  signal  to  noise  ratio  of  the  Haw  Indication  in  any  of  the  factor 
curves  is  less  than  I  to  2  the  multiplication  process  may  not  Improve  matters  and  If 
It  Is  greater  than  3  to  1  multiplication  Is  not  needed. 

If  however  one  sets  up  an  array  of  transducers  In  the  configuration  of  Figure  17, 
one  can  take  advantage  of  the  position  sensitivity  and  still  find  opportunities  to 
improve  marginal  signals  by  correlation.  Under  these  conditions  a  number  of  signals 
are  available  for  correlation  and  signal  to  noise  Improvements  can  be  obtained  by 
forming  properly  chosen  products.  If  a  flaw  signal  appears  clearly  In  any  of  the 
original  data  curves  there  will,  of  coursq  be  no  need  for  correlation  to  establish  Its 
presence.  If  marginal  signals  occur  at  approximately  the  same  place  In  several  of 
the  curves  a  product  of  those  curves  may  make  a  significant  Improvement  In  the 
clarity  of  the  signal  „  The  process  could  bo  made  automatic  by  feeding  all  possible 
products  into  threshold  level  alarm  systems.  Details  of  the  work  performed  on  real 
time  correlation  with  a  multi  transducer  array  appear  In  the  next  section. 

MULTIPLICATION  OF  ULTRASONIC  DATA  IN  REAL  TIME 
Specimen 

The  specimen  used  for  this  portion  of  the  work  is  shown  in  Figure  16.  The  plate  is 
of  6AI-4V  titanium  metal  and  contains  ten  end  cut  drf i .  holes  as  shown  In  the  diagram 


FIGURE  15  PRODUCT  OF  0°,  40°  AND  60°  DATA 


These  hole*,  five  flat  bottom  and  five  round  bottom,  ore  Intended  to  be  representa¬ 
tive  of  totally  interior  cracks.  As  before,  the  specimen  was  examined  as  if  it  con- 
tained  a  weld  seam  with  possible  flaws.  As  shown  in  the  diagram  the  centerline 
of  the  weld"  was  taken  to  be  a  line  1/2  inch  In  from  the  edge. 

Equipment  and  Procedure 

The  specimen  of  Figure  16  was  inspected  using  the  five  transducer  array  shown  in 
Figure  17.  A  schematic  representation  of  the  transducer  configuration  appears  as 
a  portion  of  F  gure  18.  The  array  can  be  considered  as  an  extension  to  more  than 
two  transducers  of  the  arrangement  shown  in  Figure  6  of  the  previous  section.  Each 
of  the  transducers  has  the  same  value  of  <f>.  The  value  of  <f>  which  produced  the 
largest  response  to  the  easily  visible  drill  holes  was  selected. 

As  can  be  seen  from  the  diagrams  the  transducers  have  various  values  of  0  .  The 
transducers  are  all  directed  towards  the  same  weld  volume.  There  are  a  large 
number  of  possible  entrance  and  exit  paths  providing  the  opportunity  to  Inspect 
the  weld  volume  from  a  number  of  different  aspects  without  physical  motion.  Since 
ultrasonic  flaw  Indications  are  strongly  sensitive  to  the  detailed  orientation  and 
geometry  of  the  flaw,  an  arrangement  of  this  kind  Is  likely  to  increase  the  possibility 
of  detecting  small  localized  scattering  centers.  With  adequate  electronics  a  number 
of  signals  can  be  made  available  simultaneously  and  correlation  in  real  time  becomes 
a  relatively  simple  matter. 

In  trie  present  work  only  one  transducer  at  a  time  was  allowed  to  transmit,  the  other 
four  beiqg  considered  as  receivers.  In  this  operating  mode  tha  configuration  is  like 
a  Delta  Scan  system  with  a  number  of  receivers.  The  use  of  more  than  one  trans¬ 
mitter  produces  crosstalk  the  effect  of  which  will  have  to  be  the  subject  of  further  work. 
The  various  one- transmitter  combinations  were  examined  using  the  specimen  in 
Figure  16.  As  before,  recordings  were  made  on  an  XY  plotter.  The  three  transmit 
receive  patterns  which  exhibited  the  flaws  most  clearly  were  selected,,  The  three 
signals  selected,  as  shown  in  Figure  18,  correspond  to  transducer  number  3  trans¬ 
mitting  and  transducers  1,  4,  and  5  receiving.  It  is  important  to  note  that  none  of 

the  signals  selected  is  in  an  expected  specular  direction.  The  data  can  be  seen  in 
Figure  22. 


The  weld  scanning  pattern  is  necessarily  different  for  the  multi-transducer  array 
than  it  is  for  a  single  transducer  arrangement.  The  gate  location  and  transducer 
scann.ng  motion  for  a  conventional  single  transducer  Inspection  are  shown  in  Figure  19. 
The  transducer  shuttles  back  and  forth  in  a  horizontal  plane  as  the  weld  Is  inspected 
rom  top  to  bottom.  A  wide  gate  is  employed  which  encompasses  the  weld  volume  for 
all  positions  of  the  transducer.  A  motion  of  this  kind  is  not  acceptable  for  the  multl- 
transducer  array  because  the  common  point  of  Intersection  of  the  transducers  moves 
in  and  our  of  the  weld  plane  as  fhe  set  of  transducers  shuttles  back  and  forth  How¬ 
ever,  if  the  set  of  transducers  shuttles  in  a  vertical  plane  the  common  point  of  inter¬ 
section  moves  up  and  down  in  the  weld  plane  and  the  weld  Is  interrogated  in  the  usual 
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FIGURE  19  CONVENTIONAL  WELD  SCAN 
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fashion.  The  motion  is  depicted  In  Figure  20.  The  use  of  a  narrow  gate  with  a 
variable  time  delay  is  also  indicated  in  Figure  20.  If  a  narrow  gate  is  used  the 
gate  time  delay  is  a  linear  function  of  the  vertical  position  of  the  set  of  trans¬ 
ducers.  Vertical  position  information  can  be  supplied  by  a  potentiometer 
attached  to  the  scanner.  Electronic  circuitry  for  a  variable  time  delay  gate  is 
available,  We  have  previously  discussed  the  operation  of  such  a  gate  from  a 
position  indicating  potentiometer  .  Use  of  a  narrow  gate  rather  than  a  wide  gate 
considerably  reduces  background  noise. 

The  transducers  used  for  the  real  time  multiplication  work  are  all  1/2  inch  dia¬ 
meter  5  MHz  crystals.  The  five  transducers,  purchased  as  a  group  so  that  their 
properties  would  be  similar,  were  obtained  from  The  Zetec  Corporation.  The 
transducers  need  not  be  identical,  but  If  they  are  similar  system  operation  is  simp¬ 
lified.  The  system  electronics  can  be  seen  in  the  block  diagram  of  Figure  18. 

Two  Sperry  UM721  Reflectoscopes  are  synchronized  together.  One  Reflectoscope 
is  operated  with  two  pulser-receiver  units  and  the  other  is  operated  with  one  pulser- 
i eceiver  unit.  This  arrangement  provides  enough  amplifiers  and  gates  to  handle 
three  signals  at  the  same  time.  The  signals  are  amplified,  detected,  and  gated  in 
the  Sperry  circuitry,  and  the  transigate  outputs  are  connected  to  the  multiplier 
circuitry  shown  in  Figure  21 .  The  amplifier*  shown  in  Figure  21  perform  the  amp¬ 
lification,  inversion,  and  level  shift  necessary  to  fit  the  dynamic  range  of  the 
transigate  output  into  the  ten  volt  range  required  by  the  multipliers.  They  are  ad¬ 
justed  so  that  the  linear  portion  of  the  transigate  output  is  fit  into  the  rcr.ye  0  to 
10  volis  positive.  The  triple  product  is  produced  by  two  Analog  Devices  426 \ 
multiplier  units  connected  as  shown  in  the  diagram. 

Data  and  Conclusions 

The  three  recordings  which  most  clearly  exhibit  the  ten  artificial  flaws  are  shown 
in  Figure  22.  Individual  drill  holes  can  be  identified  by  comparing  Figure  22  to 
Figure  16,  The  flat  holes  are  on  the  left  and  the  round  holes  are  on  the  right. 

There  were  other  recordings,  some  of  which  contained  inferior  indications  of  the 
10  and  25  mil  drill  holes.  Those  recordings  were  intentionally  excluded  from  the 
product  because  it  was  known  that  no  improvement  would  result.  Decisions  of  this 
kind  are  possible  in  real  inspection  situations  if  one  is  performing  a  lengthy  and 
detailed  examination  of  a  weld  sample.  In  an  inspection  line  situation  all  possible 
products  would  have  to  be  automatically  calculated  and  fed  into  threshold  level 
alarm  systems.  Since  a  large  number  of  signals  are  possible  a  small  on-line  com¬ 
puter  is  indicated  for  this  operation.  The  multiplication  and  alarm  triggering  could 
be  done  in  digital  form. 

No  one  recording  shows  all  of  the  flaws  cleanly,  but  each  of  the  recordings  con¬ 
tains  some  indication  of  all  ten  flaws.  Indications  from  even  the  smallest  flaws 
appear  clearly  somewhere  in  the  set  of  three  data  curves.  This  reveals  the  diffi¬ 
culty  we  have  had  producing  artificial  flaws  whose  indications  have  a  signal  to  noise 
ratio  of  1  to  1  or  less.  Even  with  the  present  data  however,  it  is  possible  to  demon¬ 
strate  considerable  signal  to  noise  improvement  by  correlation. 
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FIGURE  21  MULTIPLIER  CIRCUITRY 
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FIGURE  22  ULTkASONIC  INSPECTION  DATA 
PRIOR  TO  MULTIPLICATION 
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FIGURE  23  REAL  TIME  PRODUCT  OF  THREE 
SEPARATE  ULTRASONIC  SIGNALS 


The  real  time  triple  product  curve  can  be  seen  in  Figure  23.  Also  shown  there  is 
a  triple  product  curve  taken  from  a  region  of  the  part  known  to  contain  no  flaws. 
All  ten  flaws  are  now  clearly  visible  in  one  recording.  Comparison  of  Figures  22 
and  23  reveals  a  considerable  improvement  in  signal  to  noise  ratio. 

CORRELATION  METHODS  IN  EDDY  CURRENT  CRACK  DETECTION 
Theory 


Eddy  current  crack  detection  systems  are  commonly  limited  in  sensitivity  by  back¬ 
ground  noise  due  to  surface  roughness.  Even  when  the  surface  roughness  is  accept¬ 
able  from  a  metallurgical  standpoint,  roughness  indications  can  exceed  the  indica¬ 
tions  obtained  from  small  cracks.  In  the  present  work  correlation  methods  have  been 
used  to  reduce  surface  roughness  noise.  We  have  used  a  multiple  coil  probe  which 
produces  four  eddy  current  signals.  The  four  signals  contain  similar  flaw  indications 
but  exhibit  different  background  noise  patterns.  As  the  eddy  current  probe  scans 
over  the  part,  a  real  time  quadruple  product  is  formed  from  the  four  signals.  A  con¬ 
siderable  improvement  in  the  clarity  of  the  flaw  indications  results. 


Conventional  eddy  current  coils  contact  the  test  part  in  the  manner  shown  in  Figure 
24u.  Background  noise  due  to  surface  roughness  and  liftoff  can  frequently  be  re¬ 
duced  by  using  differential  coils.  The  differential  coil  in  a  typical  commercially 
available  instrument  contacts  the  test  part  in  the  manner  shown  in  Figure  24b.  The 
coils  arc  balanced  In  opposit  arms  of  an  AC  bridge.  A  response  Is  obtained  only 
when  the  part  causes  the  cob  .mpmdances  to  be  unequal  .  Probe  liftoff  and  tilt  tend 
to  affect  both  coils  and  the  instrumentation  produces  only  a  moderate  response.  A 
sharp  crack  however  is  likely  to  affect  one  coil  more  than  the  other  and  a  clear  re- 
sp^use  is  obtained.  The  probe  is  normally  oriented  with  respect  to  the  line  of  motion 
as  shown  in  the  diagram.  The  coil  perpendicular  to  the  line  of  motion  usually  pro¬ 
duces  the  sharp  crack  response,  and  the  coil  paiallel  to  the  line  of  motion  provides 
the  liftoff  compensation.  In  Figure  24c  is  shown  a  differential  coil  which  has  the 
virtue  that  it  can  be  brought  into  close  proximity  with  several  other  coils  of  the  same 
design , .  In  Figuie  24d  seveial  such  coils  have  been  fitted  together  into  a  configura¬ 
tion  which  can  be  incorporated  into  a  single  probe.  Four  signals  can  be  obtained 
from  such  a  probe.  Each  signal  originates  in  a  pair  of  differential  coils.  In  general, 
the  four  signals  are  different  because  the  coils  which  provide  liftoff  compensation 
contact  the  part  in  different  places.  As  a  result  the  eddy  current  surface  roughness 
noise  is  different  for  each  signal.  However,  since  the  four  crack  response  coils  are 
closely  grouped,  they  all  inspect  the  same  portion  of  the  part  and  they  respond  simul¬ 
taneously  to  any  cracks  which  may  be  encountered.  The  eddy  current  crack  response 
is  therefore  the  same  foi  each  signal.  The  cross- correlation  of  signals  with  the  above 
characteristics  tends  to  reduce  background  noise  and  enhance  flaw  indications. 
Sections  to  follow  will  describe  the  correlation  of  signals  obtained  from  a  probe  like 

the  oi-u  m  Figure  24d.  Improvements  in  the  signal  to  noise  ratio  of  flaw  indications 
will  bed  cm  on  s  tra  t  ed  . 


FIGURE  24  EDDY  CURRENT  TEST  COILS 
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MULTIPLICATION  OF  EDDY  CURRENT  DATA  IN  REAL  TIME 
Specimens 

A  diagram  of  the  test  part  used  for  the  eddy  current  correlation  work  appears  in 
Figure  25.  It  is  an  eighth  inch  thick  18%  Ni  steel  plate,  4  inches  wide  and 
5  inches  long.  It  contains  two  artificial  flaws  in  the  form  of  EDM  slots  located 
as  shown.  To  produce  the  data  presented  in  this  report  the  eddy  current  probe 
was  caused  to  move  along  the  path  labeled  "scan  line".  The  eddy  current  data 
includes  indications  from  the  EDM  slots  and  Indications  from  scratches  and 
Irregularities  on  the  surface  of  the  part.  Actually  the  part  is  relatively  smooth. 

Its  roughness  can  be  determined  quantitatively  from  the  surface  profile  curve 
shown  In  Figure  25.  The  surface  profile  data  was  obtained  from  a  line  parallel 
to  and  1/8  Inch  away  from  the  scan  line.  Also  shown  in  Figure  25  is  a  photo¬ 
graph  of  the  test  part  surface.  Notice  that  the  surface  happens  to  be  ground  in 
at  least  two  different  directions.  Correlation  techniques  were  effective  in  re¬ 
ducing  the  eddy  current  surface  roughness  noise  encountered  during  the  inspec¬ 
tion  of  this  test  part. 

The  surface  profile  of  a  second  test  part  is  shown  in  Figure  26.  This  part  contains 
a  number  of  long  surface  scratches  and  deep  corrosion  pits.  Some  of  these  can  be 
seen  In  the  photograph  in  Figure  26.  Correlation  techniques  wt'9  unsuccessful 
in  reducing  the  eddy  current  surface  roughness  noise  obtained  from  this  part.  In 
order  for  the  correlation  methods  to  work  it  is  necessary  that  each  of  the  four  sen¬ 
sors  in  the  eddy  current  probe  have  a  different  reaction  to  the  surface  roughness. 
The  rather  sizeable  pits  and  scratches  in  this  part  tended  to  affect  all  four  sensors 
equally.  Indications  are  that  when  the  surface  irregularities  are  considerably 
smaller  than  the  dimensions  of  the  probe  the  four  sensors  tend  to  produce  different 
background  noise  patterns  and  correlation  techniques  improve  the  signal  to  noise 
ratio.  When  the  surface  irregularities  are  larger  however,  such  as  in  the  specimen 
of  Figure  26,  the  four  sensors  produce  similar  background  noise  patterns  and  corre¬ 
lation  is  of  no  value  ,  it  should  be  noted  that  the  specimen  in  question  is  actually 
very  rough  and  under  most  circumstances  one  would  want  to  detect  the  conditions 
which  we  have  termed  "surface  roughness". 

Equi^..ient  and  Procedure 

A  diagram  of  the  probe  used  in  the  eddy  current  correlation  work  appears  in  Figure 
27.  Figure  28  is  a  photograph  of  the  probe  and  test  part.  The  probe  contains  four 
pairs  of  coils,  A^A^,  B^,  C^C^,  and  There  is  a  separate  bridge  circuit 

far  each  coil  pair  and  the  two  coils  of  a  giv-an  pair  are  incorporated  into  the 
opposite  arms  of  that  bridge.  Figure  29  shows  the  manner  in  which  the  coils  are 
electrically  connected  to  the  bridge  circuitry.  As  discussed  previously,  each  cci! 
pair  acts  like  a  set  of  differentia!  coils  contacting  a  slightly  different  portion  of 
the  test  part,  and  each  acts  as  a  source  for  one  of  the  four  signals  available  from 
the  probe,  In  general  the  signals  have  similar  flaw  responses  and  different  back¬ 
ground  noise  patterns  and  flaw  clarity  is  improved  upon  taking  a  product. 
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FIGURE  25  SMOOTH  EDDY  CURRENT  TEST  SPECIMEN 
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FIGURE  26  ROUGH  EDDY  CURRENT  TEST  SPECIMEN 
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FIGURE  27  MULTIPLE  COIL  PROBE 
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FIGURE  28  PHOTOGRAPH  OF  PROBE  AND  TEST  PART 


The  colli  are  square  and  are  approximate!  y  two  tenths  of  an  Inch  on  a  side.  Each 
coll  consist*  of  roughly  ten  turns  of  5  mil  copper  wire.  The  crossbar  of  the  "H" 
is  that  portion  of  the  coll  which  produces  a  large  response  to  sharp  cracks.  It 
consists  of  colls  Aj  B.Cj  and  Dj .  These  colls  are  not  placed  side  by  side  as  the 
diagram  Indicates.  They  are  Incorporated  Into  a  single  quadrlflllar  winding. 

This  procedure  Insures  that  each  coll  contacts  the  part  In  an  Identical  manner. 

Under  these  conditions  the  flaw  Indications  occur  in  the  four  outputs  at  precisely 
the  some  time  and  there  is  no  possibility  of  losing  important  responses  as  a  result 
of  the  multiplication  process. 

The  details  of  the  bridge  circuitry  are  shown  in  Figure  29.  There  are  four  bridges: 
one  for  each  coll  pair,  fhe  use  of  the  potentiometer  slide  wire  for  the  ground  and 
signal  output  connections  of  the  bridge  assures  that  the  power  supply  will  see  an 
approximately  constant  Impedance  during  balancing.  This  frequently  makes  bal¬ 
ancing  easier.  At  first  sight  these  circuits  do  not  look  like  the  conventional  dia¬ 
mond  shaped  AC  bridge,  but  they  are  equivalent  electrically.  They  can  be  redrawn 
with  the  points  Pj,  P2,  Pg  and  P^  as  the  vertices  of  the  diamond.  This  circuitry  is 
commonly  used  in  commercially  available  devices. 

The  four  bridges  are  not  completely  Independent.  They  have  a  common  power  supply 
an4  due  to  the  geometry  of  the  probe, there  Is  inductive  coupling  between  colls  In 
different  bridges.  As  a  result  a  balance  adjustment  In  one  bridge  affects  the  state  of 
balance  in  the  other  three  bridges.  It  Is  not  possible  therefore  to  completely  balance 
one  bridge  and  then  set  about  balancing  the  others.  It  Is  necessary  to  keep  all  four 
bridges  in  approximately  the  same  state  of  balance  at  all  times.  This  Is  done  by  par¬ 
tially  balancing  all  four  so  that  they  have  approximately  the  same  output  signal 
amplitude.  This  step  Is  repeated,  improving  the  balance  but  maintaining  all  output 
signals  at  the  same  reduced  amplitude.  A  third  repetition  of  this  process  generally 
produces  adequate  balance  for  crack  detection.  Although  some  care  has  to  be  taken 
in  the  balancing  operation  the  Interaction  between  the  bridges  Is  not  a  serious 
problem. 

Figure  30  shows  that  data  taken  with  the  multiple  coil  probe  is  affected  by  the  balance 
point  if  conventional  amplitude  detection  Is  used.  Data  from  one  of  the  four  coll  pairs 
Is  shown.  Oscilloscope  traces  of  bridge  outputs  at  three  different  balance  points  are 
shown  at  the  top  of  the  page.  In  each  case  the  bridge  balance  potentiometers  are 
adjusted  differently.  The  physical  location  of  the  coil  is  the  same  for  all  cases  and 
is  indicated  by  the  arrows  In  the  data  curves.  Oscilloscope  trace  A  is  the  bridge  out¬ 
put  when  the  coll  is  located  at  the  position  of  the  arrow  in  data  curve  A.  This  Is 
similarly  true  for  traces  B  and  C.  The  test  frequency  is  100  KHz  and  the  horizontal 
sweep  on  the  oscilloscope  is  set  at  ten  microseconds  per  division.  The  higher  fre¬ 
quency  components  in  the  signal  appear  to  be  due  to  the  second  harmonic.  Note  that 
It  is  possible  to  completely  lose  a  flaw  signal  if  the  bridge  is  not  properly  balanced. 
While  it  is  possible  to  obtain  an  approximate  balartce  condition  for  the  four  bridges 
by  the  procedures  of  the  last  paragraph  It  can  be  time  consuming  to  balance  with  the 
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FIGURE  30  DATA  OBTAINED  USING  AMPLITUDE  SENSITIVE  DEVICE  OPERATING 
AT  THREE  DIFFERENT  BALANCE  POINTS 
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Phase  Detected  Signal 


Amplified  Bridge  Output  With  Coll  Locoted  at 
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FIGURE  31  DATA  OBTAINED  USING  PHASE  SENSITIVE  DEVICE  OPERATING  AT  THREE 
DIFFERENT  BALANCE  POINTS 
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precision  Indicated  In  Figure  30.  This  problem  can  be  solved  by  using  phase  sen- 
sltlve  detection.  Figure  31  shows  that  eddy  current  data  is  independent  of  balance 
point  If  phase  sensitive  detection  is  used.  To  obtain  data  of  the  type  shown  In 
Figure  31,  one  first  obtains  an  approximate  balance  by  conventional  methods,  and 
then  adjusts  the  phase  reference  for  maximum  signal  sensitivity.  The  latter  step  Is 
straightforward  with  the  multiple  coil  probe  because  the  phase  reference  adjust- 
ments  in  the  four  channels  are  completely  Independent.  Subsequent,  moderate 
changes  in  balance  point  will  not  affect  the  output  of  the  phase  detected  signal . 

A  rationale  for  the  insensitivity  to  balance  point  of  a  phase  detected  signal  is  shown 
in  Figure  32.  The  points  1  and  2  are  balance  points.  The  bridge  is  said  to  be 
balanced  at  point  1  if  the  balancing  pots  are  so  adjusted  that  the  bridge  output  is 
zero  when  the  eddy  current  coil  assumes  the  Inpedance  represented  by  I.  Point  F 
represents  the  coil  Impedance  when  located  directly  over  the  flaw  and  point  N  rep¬ 
resents  the  coil  impedance  immediately  adjacent  to  the  flaw  area.  In  the  upper 
two  diagrams  the  point  0  is  the  intersection  of  the  line  dropped  from  the  balance 
point  to  the  line  NF  extended.  The  output  of  the  amplitude  sensitive  device  is 
proportional  to  the  magnitudes  of  the  various  vectors  shown.  As  the  diagram  indi¬ 
cates  the  response  of  fhe  instrument  as  the  coil  passes  from  a  non-flaw  area  to  a 
flaw  area  is  dependent  upon  balance  point.  In  fact,  in  one  case  tho  needle  will  go 
up  scale  and  In  the  other  case  down  scale.  The  output  of  the  phase  sensitive  device, 
rather  than  being  proportional  to  vector  magni  hides,  is  proportional  to  the  compon¬ 
ents  of  vectors  in  a  given  direction.  The  components  in  the  direction  of  the  flaw 
response  are  shown  in  the  upper  two  diagrams  of  Figure  32.  As  the  diagrams  indicate, 
the  flaw  response  is  independent  of  balance  point.  In  fact,  in  every  case  the  flaw 
response  is  precisely  the  vector  NF „  Although  the  numbers  shown  are  in  arbitrary 
units,  the  results  can  be  verified  by  measuring  the  various  vector  lengths  with  a  ruler. 

Figure  33  is  a  block  diagram  of  the  electronics  as  a  whole.  A  photograph  of  the 
electronic'  appears  in  Figure  34.  Four  HR-8  lock-in  amplifiers  are  used.  One  acts 
as  a  signal  generator  and  detector.  The  other  three  are  synchronized  to  it  and  are 
used  only  for  phase  sensitive  detection.  The  driver  line  passes  from  the  oscillator  to 
a  power  amplifier  and  then  to  the  bridges.  The  four  >ridj  e  outputs  are  fed  to  the  four 
lock-in  amplifier  inputs.  After  amplification  and  phase  detection  four  signals,  A,  B, 
C,  and  D,  are  obtained.  These  final  outputs  are  essentially  DC  signals  which  vary 
as  the  eddy  current  probe  scans  along  the  part.  Although  not  shown  in  the  diagram 
these  outputs  can  be  connected  to  an  XY  plotter  for  direct  recording  or  they  can  be 
connected  to  the  inputs  of  the  multiplier  shown  in  Figure  35. 

The  multiplier  differentiates  each  signal  and  then  performs  a  quadruple  product  as  in¬ 
dicated  in  the  diagram.  It  is  necessary  to  differentiate  the  signals  A,  B,  C,  arJ  D 
so  that  they  differ  from  zero  only  when  the  coils  are  responding  to  a  sharp  discontin¬ 
uity.  This  assures  that  the  product  A  x  B  x  C  x  D  will  be  non-zero  only  when  sharp 
esponses  occur  simultaneously  in  all  four  channels.  Without  differentiation  the  multi¬ 
plication  process  would  not  effectively  reduce  background  noise.  As  can  fr*  seen  from 
the  diagram  the  quadruple  product  was  formed  by  interconnecting  three  ana  >q  multi¬ 
plier  units. 
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FIGURE  32  REACTION  OF  AMPLITUDE  AND  PHASE  SENSITIVE 
DEVICES  TO  A  CHANGE  IN  BALANCE  POINT 
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FiGURfe  34  PHOTOGRAPH  OF  EDDY  CURRENT  ELECTRONICS 


FIGURE  35  MULTIPLIER  CIRCUITRY 


Data  and  Conclusions 


The  rest  part  of  Figure  25  was  Inspected  using  the  multiple  coll  eddy  current 
probe.  The  probe  scanned  along  the  line  Indicated  In  that  figure.  Each  of  the 
four  signals  A,  B,  C,  and  D  appearing  at  the  lock-in  amplifier  outputs  was  re¬ 
corded  on  an  XY  plotter.  The  results  are  shown  in  Figure  36.  Notice  that  all 
four  curves  contain  Indications  from  the  EDM  slots.  The  transverse  slot  at  the 
right  end  of  the  plate  produces  a  narrow  positive  pulse  In  each  channel .  The 
slot  parallel  to  the  probe  motion  at  the  left  end  of  the  part  produces  a  narrow 
negative  pulse  In  each  channel.  The  curves  are  In  general  different  In  the  non- 
flaw  regions  of  the  part,  but  the  background  noise  patterns  do  not  differ  as  much 
as  the  ultrasonic  noise  patterns  discussed  earlier  In  the  report.  It  Is  for  this 
reason  that  four  channels  are  being  examined  rather  than  three.  Curves  C  and 
D,  for  Instance,  contain  several  positive  excursions  In  common,,  Curves  A  and  B 
have  several  negative  excursions  In  common.  The  binary  products  Ax  B  and 
C  x  D  will  not  therefore  remove  all  of  the  significant  background  noise.  Those 
binary  products  can  be  seen  In  the  two  top  curves  of  Figure  37.  The  ma|or  peaks 
here  are  all  positive  because  both  the  positive  and  negative  peaks  In  the  original 
data  have  experienced  algebraic  multiplication.  A  detailed  examination  of  the 
data  will  convince  the  reader  that  the  binary  product  curves  are  Indeed  obtained 
by  multiplication  of  the  raw  data  curves.  The  final  quadruple  product  A  x  B  x  C 
x  D  appears  in  the  bottom  curve  of  FIgufe  37.  Notice  that  the  signal  to  noise  ratio 
Is  significantly  better  in  the  final  product  curve  than  in  any  of  the  original  data 
curves,,  The  two  major  peaks  remaining  are  due  to  the  EDM  slots,  and  all  large 
peaks  from  flaw  free  areas  have  been  removed. 

Data  obtained  from  the  same  test  part  using  commercially  available  eddy  current 
Instruments  appears  in  Figures  38  and  39.  Indications  from  both  of  the  EDM  slots 
can  be  located  In  these  curves  but  there  are  a  number  of  other  Indications  from 
non-flaw  conditions  which  are  equally  as  large.  The  flaw  clarity  Is  approximately 
the  same  as  that  observed  with  the  multiple  coll  probe  prior  to  multiplication  of  the 
data.  The  crack  indications  are  not  as  clear  as  those  appearing  In  the  quadruple 
product  data.  It  Is  Important  to  note  that  the  effective  working  area  of  the  coll 
used  to  produce  the  curves  of  Figures  38  and  39  is  the  same  as  that  of  the  multiple 
coll  probe.  Data  comparisons  between  colls  of  differing  size  is  misleading.  Al¬ 
though  a  small  coil  may  be  more  sensitive  to  cracks>lt  Inspects  a  small  area,  and 
many  scans  may  be  necessary  to  examine  a  given  region  on  a  part.  The  effective 
width  of  all  of  the  probes  discussed  In  the  present  work  is  approximately  two  tenths 
of  an  Inch. 

OPTICAL  PROCESSING  OF  X-RAY  RADIOGRAPHS 
Theory 

A  brief  study  has  been  made  of  the  coherent  optical  processing  of  x-ray  radiographs. 
Attempts  have  been  made  to  enhance  marginally  visible  crack  Indications  and  to 
provide  a  quantitative  measure  for  weld  porosity.  Fairly  well  established  optical 
techniques  have  been  employed.  For  a  detailed  discussion  of  these  techniques  one 
can  refer  to  a  number  of  texts^' 
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FIGURE  38  DATA  OBTAINED  WITH  COMMERCIALLY  AVAILABLE  AMPLITUDE 
SENSITIVE  EDDY  CURRENT  INSTRUMENT 


FIGURE  39  DATA  OBTAINED  WITH  COMMERCIALLY  AVAILABLE  PHASE  SENSITIVE 
EDDY  CURRENT  INSTRUMENT 
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Simple  spacial  filtering  can  b*  performed  by  putting  stops  of  an  appropriate  shape  into 
the  frequency  plane  of  certain  optical  systems.  We  have  attempted  to  enhance  the 
contrast  of  high  frequency  crack  indications  by  removing  low  frequency  noise  with 
wire  and  knife  edge  filters.  A  number  of  exposures  have  been  made  of  marginally 
visible,  frequency  filtered  crack  indications.  The  results  have  not  been  encourag¬ 
ing.  Photographic  enhancement  techniques  which  make  use  of  film  characteristics 
appear  to  be  simpler  and  more  effective* 

The  light  distribution  in  the  frequency  plane  of  certain  optical  systems  is  the  two 
dimensional  fourier  transform  of  the  transparency  Inserted  Into  the  Input  plane.  We 
have  used  this  fact  to  examine  the  fourier  transform  of  weld  porosity  indications.  The 
transform  Is  an  average  of  the  porosity  indications  over  an  area  of  about  one  square 
inch  and  is  a  potential  measure  of  the  severity  of  the  porosity.  We  have  recorded 
transforms  on  film  by  making  exposures  in  the  frequency  plane.  Again  the  results 
have  not  been  promising.  Low  spatial  frequencies  and  lack  of  contrast  in  the  porosity 
Indications  significantly  reduced  the  quality  of  the  transforms. 

Automatic  detection  or  categorization  of  crack  Indications  on  X-ray  film  Is  an  area 
in  which  optical  processing  may  be  of  value.  Experiments  Involving  automatic  de¬ 
tection  were  planned  but  we  have  been  unable  to  pursue  them  to  completion.  Although 
the  optical  experiments  have  not  been  successful  several  Interesting  attempts  have  been 
made  and  the  details  are  presented  In  the  sections  to  follow. 

OPTICAL  FILTERING  OF  RADIOGRAPHIC  FLAW  INDICATIONS 

Specimens 

Spatial  filtering  studies  were  performed  on  a  set  of  radiographic  negatives  produced 
from  artificial  crack  standards.  The  negatives  contained  indications  several  mils  wide, 
varying  in  clarity  from  high  contrast  to  less  than  1  percent  contrast.  All  of  the  crack  ' 
Indications  were  several  inches  long  and  the  average  background  density  of  the  radio¬ 
graphs  was  1 .35  to  1.45.  The  negatives  were  type  M  double  emulsion  film., 

t 

Spatial  filtering  studies  were  also  performed  on  a  negative  produced  from  an  electron 
beam  welded  tensile  specimen.  This  specimen  contained  lack  of  fusion  In  an  area  In 
which  filler  material  had  been  added  to  the  weld.  The  crack  Image  on  the  X-ray 
negative  is  visible  under  magnification,  but  only  with  difficulty.  The  crack  Is  made 
harder  to  see  by  the  presence  of  the  Image  of  the  filler  material  which  had  a  higher 
atomic  number  than  the  base  metal.  The  filler  Image  l s, however,  somewhat  broader 
than  the  crack  Image  and  spatial  frequency  filtering  was  employed  In  an  attempt  to 
enhance  the  crack  indication.  Due  to  the  low  contrast  and  small  size  of  the  Indications 
Involved  It  was  not  possible  to  provide  useful  reproductions  for  the  report,  but  the  pro¬ 
cedure  and  results  are  discussed  below. 


51 


Equipment  and  Procedure 

Figure  40  Is  a  diagram  of  the  equipment  used  for  the  spatial  filtering  studies.  A 
photograph  of  the  equipment  can  be  seen  In  Figure  41 .  The  Rght  source  is  a 
Spectra  Physics  He-Ne  laser.  A  one  inch  diameter  coherent  beam  of  reasonably 
uniform  intensity  is  obtained  through  the  use  of  a  Spectra  Physics  spatial  filter. 

The  filter  contains  a  condenser,  a  10  micron  pinhole,  and  a  collimator.  The 
radiographs  to  be  processed  are  inserted  into  the  input  plane,  several  inches  in 
front  of  the  collimator,  and  are  Illuminated  by  the  coherent  light  beam.  The 
transform  lens  is  a  coated  achromat  with  a  diameter  of  66.0mm  and  a  focal  length 
of  195.0nm.  The  spatial  filtering  is  performed  in  the  back  focal  plane  of  the 
transform  lens.  A  photograph  of  the  knife  edge  filter  can  be  seen  in  Figure  42. 

The  knife  edge  is  mounted  on  a  precision  adjustment  X,  V  stage.  When  in  use  the 
X,  V  Stage  is  mounted  in  the  optical  system  in  such  a  manner  that  it  can  be  easily 
adjusted  In  and  out  of  the  focal  plane.  Other  filters  were  constructed  by  extending 
fine  wires  across  the  circular  opening  in  the  X,  V  stage.  The  wires  were  from  1  to 
10  mils  in  diameter.  An  inverse  transform  lens  is  not  used  to  produce  an  Image  of 
the  filtered  transparency,  It  was  found  that  an  adequately  focussed  exposure  could 
be  obtained  without  such  a  lens  by  proper  placement  of  the  film 'pack.  Ths  con¬ 
ventional  lens  law  was  used  to  determine  the  relative  locations  of  the  Input  trans¬ 
parency,  the  transform  lens,  and  the  Polaroid  film  pack.  A  high  contrast  test 
pattern  was  used  to  verify  focus.  Exposure  times  were  controlled  by  a  shutter  placed 
between  the  laser  and  the  condensing  lens. 

Data  and  Conclusions 

The  artificial  crack  specimens  were  processed  using  the  wire  filters,,  The  wires  were 
used  to  block  out  the  DC  component  of  the  diffracted  light.  This  component  is  pro¬ 
duced  by  the  uniform  background  on  the  radiographic  negative.  The  light  diffracted 
by  the  crack  indication  was  able  to  pass  around  the  wire  filter  and  was  blocked  to  a 
lesser  extent.  A  slight  contrast  enhancement  was  observed.  However,  contrast  im¬ 
provements  using  non- coherent  photographic  enhancement  techniques  appear  to  be 
simpler  and  more  effective  . 

The  electron  beam  welded  tensile  specimen  was  processed  using  the  knife  edge  filter. 
Careful  placement  of  the  filter  removed  all  noise  of  low  spatial  frequency  including 
the  filler  indication.  The  crack  indication,  which  was  typically  several  tenths  of  a 
mil  wide  was  retained.  Nevertheless  the  filtered  transparency  was  not  superior  to 
the  original.  With  the  low  frequency  information  gone,  the  environment  in  which 
the  crack  occurs  is  no  longer  visible..  There  is  greater  uncertainty  about  the  nature 
of  the  indication  on  the  filtered  transparency  than  on  the  original  radiograph.  It 
is  not  likely  that  the  filtering  process  will  reveal  cracks  which  are  totally  invisible 
in  the  initial  negative.  The  filtering  process  does  not  appear  to  result  in  useful  im¬ 
provements. 
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FIGURE  40  DIAGRAM  OF  EQUIPMENT  USED  FOR  OPTICAL  FILTERING 
OF  RADIOGRAPHIC  NEGATIVES 
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Specimens 

The  fourler  transform  studies  were  performed  using  the  ASTM  porosity  standards. 

These  standards  are  available  In  the  form  of  radiographic  negatives.  Typical 
fine  porosity  and  coarse  porosity  Indications  were  selected  for  observation. 

Prints  made  from  the  actual  negatives  used  appear  In  Figures  43  and  44. 

Equipment  and  Procedure 

A  diagram  of  the  equipment  used  Is  shown  In  Figure  45.  From  the  light  source  to 
the  transform  lens  the  equipment  Is  Identical  to  that  described  In  the  previous  sec¬ 
tion.  The  fourler  transform  of  the  Information  on  the  Input  transparency  appears  at 
the  back  focal  plane  of  the  transform  lens.  A  second  lens  has  been  used  to  retmage 
the  transform  plane  with  a  magnification  of  ten.  A  film  pack  located  behind  the 
second  lens  was  used  to  record  the  enlarged  fourler  transform  patterns. 

Data  and  Results 

It  Is  not  passible  to  transform  the  porosity  Indications  directly  because  the  spatial 
frequencies  Involved  are  too  law.  All  of  the  Interesting  Information  Is  lost  In  the 
bright  central  spat.  An  attempt  was  made  to  scatter  the  useful  Information  away 
from  the  central  spot  by  Inserting  a  fine  screen  Into  the  Input  plane.  The  fourler 
transform  af  the  screen  In  the  absence  of  porosity  is  shown  In  Figure  46.  This  trans¬ 
form  was  recorded  on  film,  In  actual  size,  and  a  negative  was  prepared  for  use  as  a 
spatial  filter.  The  filter  was  mounted  on  the  X,  Y  stage  and  placed  In  the  fourler 
transfcfin  plane.  With  the  screen  In  the  Input  plane  the  filter  perfectly  matches  the 
light  intensity  distribution  In  the  transform  plane  and  was  placed  so  that  most  of 
this  light  Is  removed  from  the  beam.  The  filtered  fourler  transform  pattern  Is  shown 
in  Figure  47.  Figures  48  and  49  show  the  filtered  transform  pattern  with  the  fine  and 
coarse  porastty  standards  Inserted  In  the  Input  plane.  The  photographs  should  be 
compared  by  selecting  one  of  the  points  produced  by  the  fine  screen  and  examining 
the  light  scattered  about  that  point.  There  Is  a  very  slight  difference  between  the 
transform  patterns  but  certainly  n«t  enough  to  provide  a  quantitative  differentiation. 

In  a  second  set  af  experl  ments,  the  law  frequency  poraslty  information  was  converted 
ta  a  higher  frequency  by  forming  photographic  reductions  af  original  negatives.  This 
operation  Increased  all  frequencies  by  a  factor  of  five.  The  original  one  square  Inch 
sample  was  reduced  ta  a  small  square  one  fifth  of  an  Inch  across.  In  order  to  make 
full  use  of  the  ane  square  Inch  coherent  beam  the  reduced  Image  was  repeated  In  the 
square  array  shown  In  Figure  50  •  Although  each  element  of  the  square  array  Is 
Identical  in  the  present  photographs,  each  small  square  could  presumably  be  taken 
from  a  different  portion  af  the  weld.  The  faurler  transform  would  then  represent  an 
average  af  all  af  the  information  Included  on  the  transparency .  Reductions  were  also 
made  af  an  optical  test  pattern  as  a  check  on  system  performance.  The  reduced  test 
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FIGURE  43  ASTM  FINE  POROSITY  STANDARD 
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FIGURE  44  ASTM  COARSE  POROSITY  STANDARD 
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FIGURE  45  DIAGRAM  OF  EQUIPMENT  USED  FOR  OBTAINING 

FOURIER  TRANSFORM  OF  RADIOGRAPHIC  POROSITY  INDICATIONS 
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FIGURE  48  FILTERED  TRANSFORM  PATTERN  FOR  FINE  POROSITY 


FIGURE  49  FILTERED  TRANSFORM  PATTERN  FOR  COARSE  POROSITY 
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FIGURE  50  REDUCED  FINE  POROSITY  FORMAT 


FIGURE  51  REDUCED  TEST  PATTERN  FORMAT 
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pattern  format  is  shown  in  Figure  51 ,  For  comparison  purposes,  a  porosity  free 
region  on  one  of  the  ASIM  standards  was  reduced  and  recorded  In  a  similar  square 
array. 

The  fourier  transform  of  the  porosity  free  region  Is  shown  in  Figure  52.  Figures  53 
and  54  show  the  fourier  transform  of  the  test  pattern  and  the  fine  porosity.  The 
appearance  of  the  test  pattern  transform  indicates  that  the  optics  are  performing 
as  expected.  A  porosity  transform  Is  beginning  to  appear  but  It  has  almost  no 
structure  and  It  does  not  appear  likely  that  these  techniques  will  result  In  a 
quantitative  measure  of  porosity.  The  low  quality  porosity  transforms  are  almost 
certainly  due  to  the  moderate  contrast  existing  on  the  original  negatives. 


FIGURE  52 


FIGURE  53 


FIGURE  54 


FOURIER  TRANSFORM  IN  THE  ABSENCE  OF  POROSITY 


FOURIER  TRANSFORM  OF  REDUCED  TEST  PATTERN 
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SUMMARY 

The  experiments  described  in  this  report  are  the  concluding  efforts  a  three  year 
study  of  the  applications  of  signal  processing  techniques  to  nondestructive  testing. 
More  than  twenty  separate  experiments  have  been  performed  during  the  program. 
Each  experiment  was  designed  to  demonstrate  the  application  of  signal  processing 
techniques  to  a  practical  NDT  problem.  The  experiments  have  Involved  ultra- 
sonic,  eddy  current,  and  X-ray  inspection.  Many  of  them  have  been  related  to 
problems  of  aircraft  structures.  Attention  has  largely  been  directed  to  flaw  de¬ 
tection,  material  property  determination  and  dimensional  measurement  for 
metallic  and  composite  materials.  The  experimental  results  have  indicated  that 
Improvements  can  be  made  in  the  sensitivity  and  etise  of  application  of  NDT  tests 
and  in  the  Interpretabillty  of  the  results  of  these  tests  by  the  application  of  elec¬ 
tronic  signal  processing  techniques.  The  experimental  details  not  presented  here 
have  been  discussed  in  earlier  reports. 

In  the  initial  experiments  signal  averaging  was  used  to  detect  low  amplitude  ultra¬ 
sonic  signals.  This  technique  was  found  to  be  of  practical  value  in  through  trans¬ 
mission  tests  over  highly  attenuating  media.  In  situations  of  this  kind  one  en¬ 
counters  low  level  signals  lost  in  a  random  noise  background,  and  signal  averaging 
can  be  very  effective  in  extracting  the  useful  information.  Averaging  techniques 
were  applied  to  partially  air-coupled,  through  transmission  inspection  of  honeycomb 
material  and  in  the  development  of  a  dry  coupled  probe  for  weak  adhesive  bond  de¬ 
tection.  One  problem  with  such  methods  is  the  fact  that  scan  rates  are  reduced  if 
long  averaging  times  are  required.  It  should  be  noted  that  the  tendency  for  ultra¬ 
sonic  signals  to  vary  over  a  wide  range  of  amplitudes  frequently  makes  the  applica¬ 
tion  of  signal  averaging  difficult.  Many  testing  situations  exist  in  which  the  signals 
are  either  too  large  to  need  processing  or  too  small  to  be  detectable  using  moderate 
averaging  times. 

In  another  set  of  experiments  various  attempts  were  made  to  reduce  the  coherent 
noise  background  which  is  so  common  in  ultrasonic  testing.  The  coherent  back¬ 
ground  is  usually  caused  by  surface  roughness,  grain  boundary  scattering,  and  multi- 
path  reflections  within  the  test  part.  This  kind  of  noise  is  due  to  real  ultrasonic  re¬ 
flections  from  non-flaw  conditions  in  the  part.  These  signals  tend  to  become  con¬ 
fused  with  reflections  from  actuJ  flaws  and  Frequently  limit  the  sensitivity  of 
ultrasonic  flaw  detection  systems.  Signal  averaging  was  used  to  reduce  the  coherent 
noise  background  in  the  ultrasonic  detection  of  inch  long  tight  interface  cracks. 

In  this  application  the  averaging  essentially  served  as  a  low  pass,  flirer  which  removed 
the  nigh  frequency  variations  due  to  surface  imperfections  but  retained  the  weak  low 
frequency  signal  due  to  the  crack.  Coherent  background  noise  was  also  reduced  by 
performing  conventional  pulse  -  echo  weld  inspection  with  a  narrow  moving  gate. 

The  use  of  gates  no  wider  than  the  ultrasonic  pulse  to  be  detected,  eliminates  a  con¬ 
siderable  amount  of  noise.  We  have  shown  that  it  is  possible  to  provide  for  the  auto¬ 
matic  variation  of  the  gate  time  delay  in  synchronism  with  the  transducer  scanning 
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motion.  Conventional  techniques  Involve  the  use  of  a  fixed  time  delay  gate  which 
is  wide  enough  to  encompass  the  effects  of  franrducer  motion. 

The  coherent  noise  occurring  in  lamb  wave  flaw  detection  was  reduced  by  con¬ 
sidering  various  transducer  geometries.  The  noise  background  associated  with  the 
lamb  wove  detection  of  a  small  drill  hole  In  sheet  aluminum  was  significantly  re¬ 
duced  by  switching  from  the  conventional  pulse  echo  arrangement  to  a  two  trans¬ 
ducer  arrangement  In  which  the  transducers  were  set  at  ninety  degree  angles  to  one 
another.  Double  transducer  arrangements  were  also  examined  In  the  ultrasonic 
shear  wave  weld  Inspection  geometry.  In  a  number  of  cases,  in  which  drill  holes 
and  EDM  slots  were  used  as  artificial  flaws,  a  slight  reduction  in  background  noise 
was  obtained.  It  has  been  found  though  that  in  ultrasonic  weld  Inspection  it  is 
difficult  to  determine  beforehand  the  best  geometry  for  a  two  transducer  pitch-catch 
arrangement.  This  is  because  ultrasonic  signals  are  sensitively  dependent  upon  the 
detailed  geometry  of  flows.  It  has  been  shown  that  the  probability  of  detecting 
small  flaws  is  Improved  by  working  with  an  array  of  transducers  in  which  each  trans¬ 
ducer  is  directed  towards  the  same  region  of  the  test  part.  In  addition  a  significant 
reduction  in  coherent  noise  can  be  obtained  by  performing  cross  correlations  between 
the  various  signals  which  are  made  available.  It  has  been  shown  that  a  triple  product 
formed  between  properly  chosen  signals  can  improve  the  signal  to  noise  ratio  of  a 
marginally  detectable  flaw  by  a  factor  of  five  to  one. 

Some  attention  has  been  directed  to  the  problems  of  recording  and  display.  A  tech¬ 
nique  for  recording  ultrasonic  video  information  on  a  low  frequency  tape  recorder 
was  developed.  No  Information  is  lost  as  a  result  of  conventional  time  gating  before 

fa,P.eLre?0rdlng*  The  reco»'d’ng  can  be  played  back  at  an  increased  rate  of  speed,  at 
which  time  one  can  gate  the  Interesting  region  of  the  part  and  rapidly  display  the 
results  in  C-scan  format  on  a  storage  oscilloscope.  In  addition,  ultrasonic  informa¬ 
tion  has  been  recorded  on  a  photographic  transparency  in  a  C-scan  format.  A  scann¬ 
ing  densitometer  can  be  used  to  produce  A-scan  recordings  from  the  information  re¬ 
corded  on  film . 

An  attempt  to  use  c  coherent  optical  system  to  improve  the  clarity  of  crack  indications 
on  an  X-ray  radiograph  was  not  as  successful .  Photographic  enhancement  techniques 
show  more  promise.  Attempts  to  quantify  weld  porosity  by  observing  th  »  fourfer  trans¬ 
form  were  hindered  by  the  low  contrast  and  low  spatial  frequency  of  the  porosity  in¬ 
formation.  ' 

A  number  of  experiments  have  been  performed  involving  the  application  of  a  lock-in 
amplifier  to  eddy  current  inspection.  Methods  were  developed  for  obtaining  quanti¬ 
tative  through  transmission  data.  Through  transmission  thickness  measurements  were 
performed  and  procedures  were  developed  for  obtaining  a  linear  relationship  between 
part  .hickness  and  eddy  current  signal.  Applications  to  chemical  milling  and  in¬ 
motion  thickness  measurements  were  demonstrated.  The  lock-in  amplifier  allows 
through  transmission  measurements  to  be  made  with  considerable  ease.  A  phaselock 
detector  and  a  signal  averager  were  used  to  measure  resistance  and  inductance  changes 
in  conventional  eddy  current  coils.  Quantitative  data  can  be  automatically  collected 
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and  recorded  as  the  eddy. current  coil  scans  over  the  test  part.  Data  of  this  kind 
Is  normally  collected  by  bridge  balance  techniques.  Balance  techniques  are  cum¬ 
bersome  for  characterizing  he  coll  reaction  to  passage  over  a  flaw.  The  new 
technique  Is  useful  because 't  produces  quantitative  data  from  the  bridge  out-of¬ 
balance  voltages  which  one  normally  records.  The  authors  feel  that  the  use  of 
quantitative  data  will  aid  In  ti  e  design  of  new  coll  shapes  and  will  Improve 
communication  between  eddy  current  investigators.  It  should  be  noted  that  the 
same  techniques  will  provide  quantitative  data  for  two  coil  single  side  probes  Os 
well  as  for  conventional  single  coll  probes. 

Finally,  correlation  techniques  have  been  applied  to  the  reduction  of  surface 
roughness  nols?»  In  eddy  current  testing.  Eddy  current  sensitivity  to  small  cracks 
Is  frequently  limited  by  probe  liftoff,  probe  tilt,  and  surface  roughness.  Experi¬ 
ments  have  been  performed  with  an  eddy  current  probe  that  produces  four  separate 
flaw  detection  signals.  The  signals  tend  to  have  different  background  noise 
patterns  but  very  similar  flaw  responses.  We  have  shown  that  a  product  of  four 
signals  of  this  kind  significantly  reduces  surface  roughness  noise.  The  multiplica¬ 
tion  process  Is  identical  to  that  described  earlier  In  connection  with  ultrasonic 
weld  Inspection.  The  use  of  multi-transducer  and  multi-coil  sensors  and  the 
cross  correlation  of  the  signals  from  these  sensors  Is  an  Interesting  area  for  future 
research. 
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